PRLONTIROL,

DRILLING SERVICE 1987 LTD.

Certificate of Calibration

Certificate: 49912 Rig:

Date: Jan.3, 2020 PO:

Customer: K&S Power Tongs Test Medium: Oil
Model: 6" Tong Torque Ambient Temp: 24° C
Manufacturer: C.DS Humidity: 51%
Serial No: 8656-3 Load Cell S/N

Load/Pressure Test

Should Be Ft.Lbs. Actual Ft.Lbs.

0 0
8,750 - 8,750
17,500 17,500
26,250 26,250
35,000 35,000

Technician: D.M.E}w\fl/]

Comments: 0-30 000 Ft.Lbs., 32" Handle For 4.08 Sqg.In. Tension Cell

Test Gauge: JW060516-2 Calibration Date : Sept. 6, 2019

We hereby certify that we calibrated the above instrument and that it is calibrated to ASME B40-1 criteria.

5921 - 87A STREET, EDMONTON, ALBERTA T6E 5W6
TELEPHONE (780) 465-6006 FAX (780) 469-8872



